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Erosion of the left ventricle by the epicardial patch
of an automatic implantable cardioverter

defibrillator

A G C Sutton, ] M McComb, M A de Belder

Abstract

A 56 year old man with an implantable
cardioverter defibrillator was admitted
with chest pain and collapse. Erosion of
the left ventricle by an epicardial patch
was confirmed by thoracotomy, but surgi-
cal repair was impossible. This rare com-
plication should be considered in patients
with a history of cardioverter defi-
brillators implanted by thoracotomy.
(Heart 1999;82:112-113)
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In March 1988, the patient had a large antero-
inferior myocardial infarction complicated by
pulmonary oedema and ventricular tachycar-
dia. In September 1990, he had coronary
artery bypass grafting, with the implantation of
a Teletronics Guardian defibrillator below the
right superior rectus sheath. Two Teletronics
defibrillator patches were anchored posteriorly
on the left ventricle and anteriorly on the right
ventricle, and a bipolar endocardial lead was
positioned in the apex of the right ventricle

Figure 1 Computed tomography showing (A) the anterior epicardial defibrillator patch
with an apparent fracture, and (B) the posterior epicardial defibrillator patch lying within
the hypertrophied posterior left ventricular wall.

through a right atrial pursestring suture. In
1994, the generator was replaced and a new
transvenous sensing electrode was implanted.
The original patches were used. In March
1996, a new transvenous pre-pectoral implant-
able cardioverter defibrillator (ICD) was in-
serted. The old abdominal generator and
transvenous sensing lead were removed, but we
decided that the risks of thoracotomy to
remove the original epicardial patches out-
weighed the benefits of removing them. The
leads were capped and buried in the abdominal
pocket. In November 1996, the patient was
admitted for excision of a granuloma and a
prolene stitch from his abdominal wound.

In June 1997, three weeks before this admis-
sion, he was admitted for investigation of wors-
ening dyspnoea. Computed tomography of the
chest (fig 1) showed a 3 cm thick, soft tissue
plaque rising from the posterior left ventricular
wall. The posterior epicardial patch was in this
plaque and was crumpled and fractured in
places. There was no evidence of ventricular
constriction to account for the dyspnoea,
which was presumed secondary to the previ-
ously documented poor left ventricular func-
tion. Left and right cardiac catheterisation
revealed no new or unexpected findings. In
particular, there was no evidence of a leak on
the left ventriculogram (fig 2). The patient was
seen to have a small area of induration over the
rectus sheath at the site of the previous granu-
loma excision, but there was no obvious infec-
tion. His symptoms improved after intravenous
diuretic treatment and he was discharged.

On the most recent admission, the area of
induration over the rectus sheath and the reap-
pearance of a granuloma suggested chronic
infection of the buried leads of the original
defibrillator system. It seemed possible that
ascending infection involving the epicardial
patches had resulted in penetration of either
the heart or a pulmonary vessel. Computed
tomography of the thorax and upper abdomen
confirmed that there was a large left pleural
effusion with the characteristic appearance of
blood, and a soft tissue plaque posterior to the
heart containing the epicardial patch, as had
been seen with computed tomography three
weeks before. The abdominal cuts were
consistent with infection around the old
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Figure 2 Left ventriculogram showing no evidence of dye extravasation.

abdominal wires. Cardiac catheterisation
showed no evidence of leak from the left or
right ventricle, no evidence of leak from any of
the bypass anastomotic sites, and normal
pulmonary arteries. Despite these findings, the
clinical picture supported a diagnosis of
erosion by an epicardial patch and we made the
decision to attempt surgical repair.
Thoracotomy was performed through a left
postero-lateral incision. During the operation,
we found that three corners of the posterior
epicardial patch had eroded through the
pericardium and into the left lung (upper lobe,
lingula, and medial lower lobe close to the
hilum). The lower lobe was bleeding profusely.
The lingula, upper lobe, and lower lobe were
successfully dissected from the patch, and the
tear in the lower lobe repaired. However, the
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fourth corner of the patch had eroded into the
left ventricle and had been bleeding for some
time, which was shown clearly by the marked
thrombus formation. There was a 2 cm tear
under the thrombus which could not be
repaired, and the patient exsanguinated. No
pus was found at operation. Blood cultures,
swabs from the abdominal wall, and a portion
of the pericardial patch removed at operation,
all failed to grow any significant pathogens.

Discussion

Originally, ICDs were positioned using thora-
cotomy (as in this patient) with placement of
two or three defibrillator patches either inside
or outside the pericardium. Additional epicar-
dial or transvenous sensing electrodes were
used and all leads were tunnelled subcutane-
ously to the device, which was placed in an
abdominal pocket. Implantation of ICDs by
thoracotomy has a mortality of 3-5%, and
greater morbidity than transvenous implanta-
tion." Numerous complications following ICD
implantation have been described, including
penetration into the bronchial tree with result-
ing haemoptysis.”* Our patient, who also had
haemoptysis, died from erosion of an epicardial
defibrillator patch into the left ventricle.
Although unproven, we believe that chronic
low grade infection of the original defibrillator
system may have contributed to his death.

‘We acknowledge the contribution of S Hunter, Consultant Car-
diothoracic Surgeon, and Medical Illustration, of South Cleve-
land Hospital, Middlesbrough.
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